[Quality control of film viewing boxes].
Film inspection boxes have been examined in order to find out whether the introduction of the Roentgen regulation has led to positive results with regard to amount, illuminating density and homogeneity. In comparison to former results which have been published, it seems that the illuminating density is still too low. On the average, we found a value of 1.700 cd/m2.